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45 Total Retinol Retinyl Palmitate α-Tocopherol γ-Tocopherol δ-Tocopherol Total β-Carotene trans-β-Carotene Total cis-β-Carotene Total α-Carotene trans-α-Carotene Total Lycopene trans-Lycopene Total β-Cryptoxanthin Total α-Cryptoxanthin Total Lutein Total Zeaxanthin Total Lutein&Zeaxanthin Analytes Reported By One Laboratory
RR XLV 251 252 253 254 251 252 253 254 251 252 253 254 251 252 253 254 251 252 253 254 251 252 253 254 251 252 253 254 251 252 253 254 251 252 253 254 251 252 253 254 251 252 253 254 251 252 253 254 251 252 253 254 251 252 253 254 251 252 253 254 251 252 253 254 251 252 253 254
Mar-99 0.611 0.289 0.424 0.951 22.71 5.82 6.38 32.58 0.94 2.83 2.29 6.19 0.561 0.15 0.326 0.346 0.108 0.006 0.01 0.009 0.467 0.14 0.229 0.581 0.121 0.026 0.053 0.071 0.051 0.018 0.016 0.04 0.296 0.051 0.058 0.075 Analyte 251 252 253 254

0.723 0.364 0.497 0.975 0.027 0.015 0.042 0.017 17.58 4.69 4.56 23.13 1.54 2.93 2.15 5.73 1.297 0.492 0.465 0.818 0.604 0.151 0.312 0.297 0.581 0.143 0.299 0.269 0.022 0.008 0.013 0.027 0.08 0.008 0.012 0.013 0.304 0.125 0.165 0.381 0.254 0.103 0.134 0.306 0.159 0.027 0.04 0.045 0.029 0.02 0.016 0.024 0.333 0.049 0.057 0.062 0.029 0.018 0.024 0.024 0.362 0.066 0.081 0.085 9-cis-β-Carotene 0.016 0.005 0.01 0.039
0.724 0.315 0.501 0.875 19.86 5.6 6.31 24.91 1.4 2.78 2.33 4.87 0.46 0.119 0.249 0.246 0.077 0.105 0.011 0.01 0.636 0.195 0.311 0.617 13-cis-β-Carotene 0.023 0.013 0.022 0.022
0.806 0.294 0.519 1.029 9-cis-Lycopene 0.07 0.029 0.038 0.096
0.832 0.335 0.458 0.716 21.1 5.6 5.73 26.75 0.523 0.158 0.349 0.344 0.131 0.009 0.015 0.013 0.524 0.167 0.241 0.564 0.153 0.023 0.034 0.044 0.66 0.056 0.052 0.072 0.068 0.018 0.026 0.029 0.728 0.074 0.078 0.101 13-cis-Lycopene 0.088 0.031 0.056 0.511
0.833 0.312 0.437 0.906 0.101 0.008 0.059 0.097 20.1 5.29 5.21 26.13 1.43 3.08 2.23 5.7 0.506 0.119 0.264 0.241 0.149 0.013 0.021 0.016 0.423 0.122 0.187 0.35 >0.128 >0.024 >0.039 >0.038 0.05 0.025 0.023 0.029 0.452 0.066 0.094 0.127 15-cis-Lycopene 0.004 0.003 0.005 0.021
0.834 0.356 0.505 0.974 3-cis-β-Cryptoxanthin0.128 0.024 0.039 0.036
0.839 0.344 0.471 0.921 Total cis-β-Cryptoxanthin0.022 0.007 0.009 0.009
0.856 0.36 0.514 1.015 20.3 5.6 5.5 26.1 0.733 0.186 0.373 0.298 0.351 0.129 0.158 0.405 0.097 0.013 0.025 0.025 0.492 0.045 0.047 0.097 0.063 0.017 0.021 0.021 0.555 0.062 0.068 0.118 Total Cryptoxanthin 0.264 0.062 0.09 0.105
0.864 0.346 0.496 0.977 19.99 5.29 5.36 26.04 0.658 0.177 0.379 0.335 Total anhydro-Lutein 0.051 0.024 0.016 0.038
0.868 0.369 0.523 1.087 0.054 0.052 0.071 0.08 16.91 5.12 5.71 25.19 Coenzyme Q10 0.367 0.716 0.499 0.128
0.87 0.30 0.39 0.44 20.42 5.56 5.51 26.33 0.30 0.13 0.36 0.29 0.06 0.01 0.01 0.02 0.20 0.06 0.13 0.21 0.13 0.02 0.04 0.03 0.35 0.03 0.03 0.04 0.05 0.01 0.02 0.02 0.40 0.04 0.05 0.06
0.872 0.342 0.492 0.87 nq nq nq nq 20.35 5.39 5.32 25.63 1.45 2.82 2.11 5.08 0.425 0.181 0.397 0.377 0.405 0.171 0.382 0.344 0.02 0.01 0.015 0.033 0.12 0.009 0.014 0.014 0.468 0.153 0.222 0.495 0.179 0.032 0.045 0.061 0.387 0.036 0.035 0.048 0.052 0.017 0.027 0.025 0.439 0.053 0.062 0.073
0.899 0.371 0.526 1.05 18.27 4.79 4.73 24.32 0.588 0.159 0.397 0.346 0.525 0.19 0.253 0.515 0.148 0.027 0.04 0.041 0.345 0.057 0.064 0.078 Term     Legend
0.899 0.414 0.571 0.991 22.7 6.46 6.35 27.34 0.775 0.189 0.411 0.365 0.119 0.011 0.014 0.012 0.503 0.168 0.231 0.512 0.19 0.024 0.041 0.038 0.291 0.05 0.059 0.026 N   Number of (non-NIST) quantitative values reported for this analyte
0.901 0.378 0.532 1.091 nq nq nq nq 22.98 6.08 5.68 29.06 1.99 3.77 2.69 6.76 0.54 0.184 0.407 0.37 0.091 nq nq nq 0.399 0.146 0.198 0.494 0.167 0.025 0.043 0.044 0.348 0.049 0.045 0.063 Min   Minimum (non-NIST) quantitative value reported
0.904 0.386 0.549 1.109 21.7 5.4 5.6 27.2 Medianpart  Median (non-NIST) quantitative value reported
0.909 0.38 0.511 1.028 20.89 5.75 5.43 26.99 1.56 3.63 2.5 6.36 0.696 0.195 0.419 0.439 Max   Maximum (non-NIST) quantitative value reported
0.913 0.373 0.566 0.857 21.83 5.62 5.57 26.3 SD   Standard deviation for (non-NIST) results: 0.741*(3rd Quartile - 1st Quartile)
0.918 0.399 0.542 1.019 0.04 0.026 0.066 0.027 22.87 4.98 4.82 30.46 1.57 3.27 2.29 6.49 0.641 0.213 0.165 0.424 0.698 0.213 0.405 0.376 0.668 0.201 0.387 0.35 0.03 0.012 0.018 0.026 0.142 0.001 0.01 0.008 0.726 0.228 0.309 0.786 0.332 0.081 0.166 0.366 0.11 0.016 0.026 0.029 0.418 0.05 0.046 0.061 0.057 0.019 0.026 0.025 0.475 0.069 0.072 0.086 CV   Coefficient of Variation for (non-NIST) results: 100*SD/Median
0.92 0.32 0.49 0.63 19.38 4.31 3.88 11.2
0.922 0.385 0.55 1.125 21.6 5.21 5.02 27.52 1.6 3.2 2.29 6.18 0.561 0.171 0.429 0.371 0.52 0.159 0.397 0.332 0.041 0.012 0.032 0.039 0.128 0.009 0.016 0.012 0.478 0.156 0.229 0.489 0.131 0.022 0.033 0.038 0.428 0.063 0.076 0.081 Npast  Mean of N(s) from past RR(s)
0.924 0.402 0.579 1.017 21.47 6.05 6.06 28.27 1.7 3.55 2.69 6.23 0.726 0.209 0.405 0.382 0.671 0.181 0.38 0.315 0.055 0.027 0.025 0.067 0.102 0.017 0.018 0.021 0.464 0.186 0.258 0.508 0.242 0.081 0.145 0.242 0.122 0.025 0.034 0.033 0.298 0.034 0.039 0.047 0.068 0.019 0.022 0.026 0.366 0.053 0.061 0.073 Medianpast   Mean of Median(s) from past RR(s)
0.929 0.405 0.581 1.118 nd nd 0.052 nd 20.07 5.88 5.53 27.28 1.7 3.24 2.45 5.78 0.698 0.184 0.396 0.356 0.094 0.008 0.012 0.01 0.45 0.151 0.193 0.439 0.156 0.028 0.044 0.042 0.479 0.049 0.046 0.057 0.056 0.019 0.026 0.022 0.535 0.068 0.072 0.079 SDpast   Pooled SD from past RR(s)
0.93 0.40 0.57 1.11 21.55 5.95 5.92 29.27 1.76 3.5 2.5 6.31 0.702 0.231 0.565 0.435 0.663 0.213 0.533 0.374 0.039 0.018 0.032 0.061 0.083 0.10 0.015 0.012 0.692 0.26 0.429 0.80 0.53 0.197 0.33 0.558 0.442 0.039 0.039 0.052 0.047 0.013 0.019 0.019 0.489 0.052 0.058 0.071
0.93 0.385 0.547 1.075 20.3 5.6 5.5 25.7 NNIST Number of vials analyzed in duplicate by NIST analyst(s)
0.939 0.39 0.543 1.105 0.083 0.039 0.065 0.077 21.74 5.58 5.64 27.52 1.69 3.5 2.61 6.41 0.72 0.201 0.417 0.359 0.096 0.016 0.016 0.026 0.445 0.21 0.298 0.658 0.26 0.101 0.175 0.337 0.162 0.02 0.031 0.037 0.445 0.044 0.04 0.075 0.098 0.01 0.01 0.02 0.548 0.064 0.055 0.109 MeanNIST  Mean of the NIST-analyzed vial means
0.943 0.394 0.445 1.024 0.061 0.022 0.033 0.039 23.36 5.72 4.85 29.42 1.73 3.26 2.19 6.06 Srep  Within-vial pooled standard deviation
0.95 0.43 0.61 1.06 16.4 5.33 4.44 21.76 0.41 0.144 0.343 0.286 0.075 0.008 0.011 0.09 0.34 0.109 0.167 0.349 0.136 0.018 0.031 0.033 0.35 0.045 0.052 0.078 Shet  Among-vial pooled standard deviation
0.951 0.399 0.573 1.104 0.029 0.008 0.042 0.01 17.21 6.12 5.99 20.7 1.71 3.54 2.59 12.36 0.588 0.169 0.464 0.366 0.477 0.198 0.319 0.743 0.467 0.059 0.058 0.075 Sanl  Between NIST analyst standard deviation
0.952 0.394 0.571 1.21 0.068 0.022 0.065 0.071 19.42 5.48 5.56 25.56 1.78 3.32 2.51 5.86 0.628 0.193 0.411 0.396 0.602 0.181 0.393 0.374 0.026 0.012 0.018 0.022 0.076 0.007 0.014 0.012 0.291 0.086 0.139 0.276 0.172 0.033 0.044 0.052 0.679 0.079 0.087 0.136 SNIST Total standard deviation for NIST analyses:  (Srep

2 + Shet
2 + Sanl

2)0.5

0.954 0.389 0.547 1.116 0.027 0.016 0.065 0.018 20.71 5.18 5.33 26.09 1.65 3.08 2.29 5.38 0.699 0.215 0.205 0.638 0.752 0.187 0.36 0.358 0.696 0.163 0.351 0.312 0.057 0.032 0.042 0.052 0.109 0.012 0.016 0.014 0.494 0.163 0.209 0.468 0.23 0.081 0.126 0.235 0.16 0.02 0.035 0.034 0.023 0.012 0.009 0.01 0.358 0.036 0.029 0.059 0.054 0.012 0.019 0.023 0.39 0.047 0.045 0.067
0.957 0.411 0.59 1.113 19.52 5.21 5.18 25.12 0.563 0.197 0.419 0.44 0.025 0.024 0.02 0.104 0.294 0.137 0.196 0.368 0.073 0.023 0.032 0.042 NAV   NIST Assigned Value
0.958 0.384 0.533 1.042 0.027 nd 0.059 0.026 19.76 5.17 5.21 26.45 1.54 3.15 2.34 5.8 0.559 0.16 0.352 0.357 0.097 0.008 0.011 0.01 0.414 0.136 0.193 0.485  = (Medianpart + MeanNIST)/2  for analytes reported by NIST analyst(s)
0.96 0.405 0.574 1.164 22.04 6.26 5.94 29.19 2.65 4.34 3.59 7.06 0.711 0.20 0.43 0.389 0.111 0.014 0.017 0.016 0.438 0.126 0.194 0.572 0.191 0.02 0.044 0.079 0.364 0.079 0.106 0.134  = Medianpart for analytes reported by � 10 labs but not NIST
0.97 0.40 0.55 1.10 0.122 0.418 0.374 0.161 18.9 5.34 5.12 25.13 2.62 4.14 3.38 6.61 0.31 0.149 0.332 0.287 0.083 0.01 0.011 0.006 NAU   NIST Assigned Uncertainty: (S2 + Sbtw

2)0.5

0.975 0.402 0.619 1.171 0.04 0.016 0.048 0.037 20.28 5.22 5.27 25.13 1.63 3.16 2.37 5.69 0.681 0.188 0.415 0.391 0.655 0.179 0.403 0.348 0.026 0.009 0.012 0.058 0.076 0.008 0.012 0.01 0.504 0.163 0.23 0.479 0.243 0.08 0.146 0.253 0.194 0.034 0.046 0.052 0.034 0.019 0.018 0.02 0.578 0.06 0.057 0.089 0.068 0.021 0.029 0.032 0.646 0.081 0.086 0.121    S is the maximum of (0.05*NAV, SD, SNIST, eSD) and Sbtw is the standard
0.984 0.403 0.582 1.13 22.4 6.0 6.0 28.4    deviation between Medianpart and MeanNIST.  The expected long-term SD, eSD,
0.99 0.386 0.558 1.156 18.8 5.0 5.0 24.2    is defined in: Duewer, et al. Anal Chem 1997;69(7):1406-1413.
0.994 0.424 0.596 1.21 21.0 6.16 6.01 29.0 0.471 0.138 0.317 0.261 0.102 nq 0.016 0.014 0.251 0.098 0.143 0.302 0.17 0.05 0.10 0.181 0.135 0.024 0.039 0.04 0.432 0.042 0.034 0.052 0.05 0.017 0.021 0.023 0.482 0.059 0.055 0.075
1.02 0.41 0.57 1.08 19.8 5.9 5.4 26.0 0.70 <0.3 <0.3 <0.3 nd   Not detected (i.e., no detectable peak for analyte)
1.02 0.44 0.62 1.16 20.45 5.94 5.41 25.15 1.59 3.29 2.46 5.63 0.79 0.19 0.42 0.38 0.12 0.008 0.012 0.009 0.45 0.15 0.22 0.48 0.127 0.015 0.028 0.025 0.47 0.069 0.079 0.09 nq   Detected but not quantitatively determined
1.02 0.415 0.63 1.14 24.17 5.99 6.28 29.81 1.06 0.27 0.47 0.37 <x   Concentration at or below the limit of quantification, x
1.027 0.388 0.555 1.15 0.07 0.03 0.056 0.046 21.97 5.72 5.65 28.06 1.55 3.11 2.37 5.3 0.726 0.219 0.457 0.426 0.08 0.019 0.015 0.05 0.467 0.219 0.228 0.62 >x   Concentration equal to or greater than x
1.028 0.409 0.59 1.101 21.01 5.58 5.55 26.81 0.661 0.182 0.388 0.376 0.073 0.008 0.012 0.012 0.478 0.171 0.232 0.539 0.135 0.034 0.043 0.044 0.041 0.04 0.053 0.018 0.026 0.026 0.536 0.059 0.066 0.079 ?   Non-quantitative value: extrapolated beyond upper limit of calibration curve
1.03 0.43 0.63 1.20 *   Non-quantitative value: damaged sample, equipment malfunction, etc.
1.03 0.38 0.56 0.77 0.05 0.03 0.04 0.06 18.9 4.9 4.6 26.8 1.4 3.0 2.2 5.8 !  Non-quantitative value: heterogenous sample
1.15 0.38 0.49 0.99 25.05 5.4 5.1 28.31 0.38 0.09 0.26 0.20
1.175 0.445 0.631 1.152 20.76 5.51 5.75 26.1 2.01 3.51 2.8 6.23 1.576 0.53 0.448 0.87 0.701 0.194 0.432 0.408 0.669 0.18 0.413 0.374 0.032 0.014 0.019 0.034 0.128 0.011 0.015 0.016 0.547 0.169 0.236 0.538 0.248 0.079 0.136 0.262 0.205 0.038 0.054 0.07 0.489 0.075 0.091 0.104 italics  Not explictly reported but calculated by NIST from reported values
1.198 0.452 0.617 0.831 0.643 0.146 0.37 0.327 0.444 0.138 0.199 0.526 0.188 0.064 0.113 0.189 0.114 0.031 0.041 0.04 0.392 0.044 0.04 0.066 0.048 nq 0.029 0.03

18.95 5.14 4.71 23.72 1.82 2.92 2.07 5.4 0.549 0.173 0.377 0.341 0.084 nd 0.009 0.01 0.209 0.081 0.123 0.252 0.143 0.03 0.042 0.047 0.46 0.068 0.074 0.087
19.5 5.0 6.1 26.5 2.6 2.8 3.2 5.0 0.59 0.387 0.533 0.543 0.56 0.37 0.52 0.51 0.03 0.017 0.013 0.033 0.067 0.034 0.036 0.037 0.45 0.28 0.33 0.51 0.26 0.063 0.058 0.086
21.48 5.35 5.46 26.0 1.56 3.09 2.32 5.51 0.595 0.167 0.366 0.316 0.572 0.159 0.355 0.297 0.023 0.008 0.011 0.025 0.535 0.163 0.23 0.525 0.284 0.093 0.17 0.296 0.142 0.025 0.038 0.04 0.026 0.016 0.015 0.016 0.516 0.056 0.052 0.088 0.065 0.02 0.025 0.03 0.581 0.076 0.077 0.118

N 50 50 50 50 14 13 15 14 48 48 48 48 28 28 28 28 5 4 4 4 36 36 36 36 15 15 15 15 12 12 12 12 27 25 26 26 3 2 3 3 32 32 32 32 13 13 13 13 27 27 27 27 6 6 6 6 17 18 18 18 15 15 16 16 27 27 27 27
Min 0.611 0.289 0.390 0.440 0.027 0.008 0.033 0.010 16.40 4.31 3.88 11.20 0.94 2.78 2.07 4.87 0.641 0.213 0.165 0.424 0.310 0.119 0.249 0.241 0.300 0.090 0.260 0.200 0.020 0.008 0.011 0.022 0.025 0.001 0.009 0.006 0.060 0.008 0.010 0.013 0.209 0.081 0.123 0.252 0.170 0.050 0.100 0.181 0.073 0.013 0.025 0.025 0.023 0.012 0.009 0.010 0.260 0.030 0.029 0.040 0.029 0.010 0.010 0.019 0.291 0.040 0.045 0.026

Median 0.930 0.387 0.550 1.068 0.052 0.022 0.059 0.043 20.44 5.54 5.50 26.31 1.64 3.22 2.37 5.83 0.700 0.353 0.326 0.728 0.636 0.184 0.401 0.366 0.581 0.171 0.382 0.332 0.030 0.012 0.018 0.034 0.096 0.010 0.014 0.012 0.080 0.009 0.012 0.014 0.466 0.160 0.229 0.509 0.248 0.081 0.139 0.262 0.143 0.025 0.040 0.041 0.032 0.019 0.016 0.022 0.432 0.045 0.043 0.061 0.056 0.018 0.024 0.024 0.460 0.063 0.068 0.081
Max 1.198 0.452 0.631 1.210 0.122 0.418 0.374 0.161 25.05 6.46 6.38 32.58 2.65 4.34 3.59 12.36 1.576 0.530 0.465 0.870 1.060 0.387 0.565 0.543 0.696 0.370 0.533 0.510 0.057 0.032 0.042 0.067 0.149 0.105 0.036 0.104 0.102 0.010 0.016 0.020 0.726 0.280 0.429 0.800 0.530 0.197 0.330 0.558 0.205 0.038 0.054 0.079 0.051 0.025 0.023 0.040 0.660 0.063 0.058 0.097 0.098 0.021 0.029 0.032 0.728 0.081 0.106 0.136
SD 0.077 0.029 0.053 0.105 0.028 0.010 0.015 0.037 1.63 0.46 0.42 1.84 0.16 0.33 0.23 0.54 0.444 0.107 0.026 0.041 0.033 0.126 0.022 0.035 0.051 0.011 0.005 0.010 0.020 0.030 0.006 0.004 0.004 0.061 0.037 0.037 0.078 0.040 0.010 0.027 0.053 0.027 0.006 0.007 0.008 0.014 0.002 0.002 0.008 0.090 0.011 0.010 0.017 0.012 0.003 0.004 0.004 0.127 0.012 0.015 0.024
CV 8 8 10 10 54 47 25 86 8 8 8 7 10 10 10 9 63 17 14 10 9 22 13 9 15 35 46 56 58 32 59 25 37 13 23 16 15 16 13 19 20 19 26 18 18 46 12 11 36 21 25 22 27 22 17 16 16 28 19 22 30

Npast 47 38 46 44 9 0 10 6 46 35 45 44 21 16 18 20 0 0 5 0 30 27 33 35 9 7 8 10 6 12 7 8 25 16 17 20 0 0 0 0 26 20 19 24 9 0 8 0 25 14 14 18 0 0 0 0 11 10 9 14 9 5 15 6 23 6 11 10
Medianpast 0.914 0.394 0.544 1.027 0.067 0.069 0.048 20.78 5.55 5.47 27.13 1.67 3.26 2.49 6.38 0.183 0.626 0.194 0.417 0.375 0.572 0.191 0.393 0.323 0.025 0.012 0.018 0.048 0.086 0.010 0.016 0.015 0.427 0.135 0.212 0.490 0.286 0.157 0.142 0.035 0.043 0.053 0.397 0.049 0.040 0.073 0.051 0.015 0.026 0.030 0.472 0.066 0.079 0.099

SDpast 0.081 0.040 0.050 0.107 0.019 0.016 0.055 1.62 0.69 0.40 2.55 0.25 0.29 0.24 0.64 0.076 0.083 0.022 0.071 0.063 0.126 0.049 0.026 0.047 0.008 0.006 0.010 0.039 0.029 0.003 0.005 0.005 0.102 0.042 0.052 0.139 0.072 0.009 0.032 0.013 0.012 0.012 0.041 0.040 0.012 0.045 0.017 0.007 0.002 0.011 0.077 0.006 0.011 0.016

NNIST 4 4 4 4 4 4 4 4 4 4 4 4 4 2 2 4 2 4 4 4 4 2 2 1 2 1 2 1 2 1 2 2 2 2 2 2 4 4 4 4 4 4 4 4 4 2 2 4 4 2 2 4
Mean 0.890 0.365 0.543 0.928 20.84 5.28 5.20 26.81 1.61 3.32 2.40 5.84 0.562 0.192 0.121 0.328 0.583 0.165 0.364 0.351 0.583 0.165 0.364 0.323 0.055 0.105 0.009 0.011 0.028 0.106 0.009 0.011 0.018 0.461 0.181 0.261 0.626 0.241 0.080 0.139 0.262 0.138 0.021 0.035 0.036 0.479 0.053 0.054 0.071 0.045 0.027 0.030 0.033 0.523 0.066 0.069 0.102

Srep 0.010 0.029 0.014 0.060 0.79 0.22 0.06 0.73 0.02 0.07 0.04 0.12 0.020 0.001 0.008 0.031 0.008 0.025 0.005 0.010 0.014 0.017 0.009 0.000 0.005 0.001 0.004 0.000 0.294 0.017 0.035 0.016 0.003 0.002 0.003 0.012 0.003 0.002 0.002 0.003 0.014 0.001 0.002 0.003 0.005 0.002 0.002 0.001 0.015 0.002 0.004 0.008
Shet 0.015 0.009 0.006 0.011 0.05 0.04 0.05 0.51 0.03 0.04 0.02 0.06 0.023 0.004 0.007 0.022 0.022 0.012 0.008 0.007 0.006 0.017 0.005 0.000 0.001 0.000 0.001 0.000 0.238 0.000 0.014 0.037 0.009 0.003 0.003 0.003 0.003 0.002 0.001 0.003 0.003 0.001 0.000 0.002 0.000 0.001 0.001 0.001 0.003 0.001 0.000 0.006
Sanl 0.064 0.017 0.060 0.069 0.84 0.31 0.06 0.52 0.12 0.10 0.08 0.59 0.175 0.111 0.015 0.009 0.011 0.004 0.017 0.004 0.003 0.003 0.056 0.001 0.012 0.005 0.035 0.020 0.021 0.029
SNIST 0.066 0.035 0.062 0.093 1.16 0.38 0.10 1.03 0.13 0.13 0.09 0.60 0.177 0.004 0.011 0.117 0.024 0.031 0.013 0.017 0.016 0.024 0.011 0.000 0.005 0.001 0.004 0.000 0.378 0.017 0.038 0.040 0.010 0.004 0.004 0.013 0.018 0.005 0.004 0.005 0.058 0.002 0.012 0.006 0.035 0.002 0.002 0.020 0.026 0.002 0.004 0.031

NAV 0.910 0.377 0.546 1.004 0.052 0.022 0.059 0.043 20.71 5.43 5.35 26.56 1.63 3.28 2.38 5.90 0.631 0.613 0.175 0.384 0.358 0.587 0.170 0.374 0.330 0.030 0.012 0.018 0.045 0.100 0.009 0.013 0.020 0.464 0.172 0.245 0.567 0.245 0.081 0.139 0.262 0.140 0.023 0.037 0.038 0.455 0.049 0.049 0.066 0.050 0.022 0.027 0.029 0.498 0.065 0.068 0.091
NAU 0.084 0.039 0.062 0.150 0.028 0.010 0.015 0.037 1.68 0.58 0.59 2.27 0.19 0.36 0.25 0.61 0.455 0.113 0.033 0.066 0.055 0.102 0.022 0.044 0.051 0.011 0.005 0.010 0.029 0.032 0.006 0.006 0.012 0.378 0.045 0.061 0.139 0.051 0.017 0.029 0.054 0.033 0.008 0.011 0.011 0.104 0.013 0.014 0.018 0.036 0.009 0.008 0.021 0.120 0.014 0.015 0.034
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